Comparison of reliability and repeatability of corneal curvature assessment with six keratometers
The agreement and reproducibility of 6 keratometry instruments is investigated.
When considering mean spherical error alone, IOLMaster, Pentacam, OPDscan and Medmont may be considered interchangeable however astigmatism
shows greater variability between instruments, sessions and observers.
(Abstract:)
Background/ Aims
Keratometry methodology varies between instruments and the differences may potentially have a clinical impact. We investigated the agreement and reproducibility of six keratometry instruments.
Methods
Keratometry was performed on 100 subjects at two separate sessions with
IOLMaster 500, Pentacam, OPD scanner, Medmont E300, Javal Schiøtz and
TMS-5.
A second observer assessed 30 subjects to determine inter-observer variability. A single individual was assessed on 10 separate sessions to determine intra-observer variability. Data were analysed using coefficient of variation (CV) and intra-class correlation coefficient (ICC) for intra-observer variation. Inter-observer concordance was evaluated by ICC. Bland-Altman plots, Pearson's correlation coefficient and repeated measures ANOVA were used to assess agreement of data produced by the instruments. 
Results
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INTRODUCTION
The cornea is responsible for 2/3 of the total optical power of the eye and hence the precise assessment of corneal curvature prior to cataract surgery is vital for achieving optimal refractive outcomes. Until recently the importance of accurately determining both corneal astigmatic power and axis has been underutilized, since spherical intraocular lens (IOL) power determination is based on average corneal curvature. In recent years toric IOLs have become an increasingly popular choice for the correction of astigmatism. 1 The effectiveness of a toric IOL is dependent on its orientation and power in relation to the corneal principal meridians. 2 Consequently the importance of reliably identifying and assessing the principal corneal meridians of curvature (power) has been highlighted.
Numerous instruments are commercially available for the assessment of corneal curvature and the outcomes of these instruments are widely considered to be interchangeable. [3] [4] [5] However, given that the optical principles behind these instruments differ, it is likely that inherent differences between devices exist when assessing corneal power. Furthermore, in much of the published literature examining the validity and repeatability of these instruments the emphasis has been on the mean spherical curvature alone ignoring the accuracy of the astigmatic orientation and magnitude been analysed in detail. A recent trend given the popularity of toric IOLs is to examine corneal curvature through vector analysis [6] [7] [8] [9] [10] [11] as this provides a more detailed and relevant assessment of corneal power. 12, 13 The primary goal of this study was to assess the variability, reliability and agreement of corneal curvature measures determined with a range of commercially available devices.
Methods and Materials
One hundred adult subjects (32 Males, 68 Females) were recruited from the Plymouth University staff and student population. All procedures followed the Declaration of Helsinki and the protocol was reviewed and approved by the Plymouth University Ethics committee. The mean age was 36.0 ± 11.4yrs, ranging 19 -57 years old. The inclusion criteria required each subject to be a consenting adult aged 18 and over, with healthy corneas. The exclusion criteria included previous refractive or other corneal surgery, RGP contact lens wear, corneal dystrophies or other abnormal corneal pathology. Soft contact lenses wearers were asked not to wear their contact lenses on the day of assessment with at least 12 hours since last wear.
Corneal curvature was recorded in all 100 subjects with six instruments, each calibrated at the beginning and at set intervals of the study, in a randomised order:
Javal-Schiøtz
Keratometry utilizes the principals of reflection; the corneal surface and tear film act as a convex mirror, which reflect the image of an object at a given distance.
The curvature of the cornea is then determined through analysis of the resultant image. Keratometry assumes a spherical corneal shape and is highly dependent on a stable tear film.
14 . The Javal-Schiøtz is a two -position, fixed doubling, manual keratometer and calculates the corneal curvature over a 3.4 mm diameter area. 14 IOLMaster 500 (Carl Zeiss Meditec Inc., Jena, Germany)
The IOLMaster utilizes automated keratometry for the assessment of corneal curvature. It projects 6 spots in a hexagonal pattern of light onto the corneal/tear film at a diameter less than 2.3 mm. The separation of the opposite pairs of lights is measured objectively by the instrument's internal software. In the case of an astigmatic cornea, the curvature is calculated from three, fixed position meridians.
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Pentacam (Oculus Optikgeräte GmbH, Wetzlar, Germany)
The Pentacam HD is a non-contact anterior segment imaging device that is based on the principles of rotating Scheimpflug photography. The instrument uses a monochromatic slit light source (i.e. a blue LED at 475 nm) and a Scheimpflug camera, which together rotate around the optical axis of the eye. 15 The Simulated K readings (based on anterior corneal curvature alone) can be obtained over a small central area (3 mm) that allows comparison with other instruments.
OPD scanner (Nidek Co., Ltd, Gamagori, Japan)
The OPD scanner III assesses corneal curvature using computerised placido disc topography, again utilising principals of reflection. A placido disc is projected onto the cornea/tear film, and the computer then analyses thousands of points reflected from the whole cornea. It simulates Ks over a 3 mm area. 16 Medmont E300 (Medmont PTY Ltd., Camberwell, Victoria, Australia)
The Medmont is a computerised placido disc cone videokeratometer. It has 32 placido rings and measures 9,600 data points per scan. The simulated Kreadings are the steep and flat radius of curvature found over a 3 mm area.
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The TMS-5 (topographical modelling system, TOMEY Corp., Nagoya, Japan)
The TMS-5 incorporates both a 31-ring placido disc topographer and Scheimpflug tomographer. The results from the Scheimpflug measurement and topographical measurement are combined to produce an adjusted measurement. 6, 17 Each subject was assessed on two separate sessions by a single trained, observer; a subgroup of 30 subjects were assessed again with each instrument by a second trained observer within the second session to determine the interobserver variability; the second observer being blind to the results from the first observer. A single randomly selected subject was assessed on 10 separate measurement sessions (separated by a minimum of 24 hours) by a single observer to determine the intra-observer variability for each instrument.
Statistical Analysis
The size of the subject group was determined with an alpha level of 0.05 and a power of 80% confidence. Multiple sample size test calculations were carried out with the G*Power 3 (Heinrich Heine Universität, Düsseldorf, Germany)
programme to determine the size with the assumption of a moderate effect size advised by Cohen's table comparison of paired means (effect size 0.50), correlation (effect size 0.30) and ANOVA analysis (effect size 0.25). A minimum sample size of 84 was required to satisfy power requirements across these analyses. 18 Therefore, 100 volunteers were recruited to allow for drop outs or exclusion of some subjects throughout the study. For the selection of the subgroup a minimum of 22 subjects were needed to compare the two observers; 30 subjects were recruited to allow for any loss throughout the study.
Bland-Altman plots were created to assess the agreement between the machines showing the mean and 95% limits of agreement (mean ±1.96 DS).
The data was analysed using SPSS software (Version 20, SPSSInc, IBM, Chicago, Illinois, USA), and tested for normality using a Kolmogorov-Smirnov test prior to statistical analysis. Pearson's correlations were used to determine the correlation of results between instruments. The difference between means was assessed using repeated measures ANOVA followed by a Bonferroni post-hoc test on the results shown to be significant.
RESULTS
The Kolomogorov-Smirnov test found the data to be normally distributed (p>0.005).
Inter-observer repeatability
The inter-observer repeatability for MSE (Table 1) was greater than 0.95 for all instruments. The inter-observer repeatability for J 0 /J 45 (Table 1) showed greater variability than that for MSE particularly in respect to the Medmont and Javal Schiøtz ( Table 1) . The Pentacam and IOLMaster demonstrated the greatest inter-observer repeatability.
The ICC between visits for all 100 subjects (Table 1) shows similar pattern of results as Table 1 and 2. The Pentacam showed the highest correlation whilst the TMS-5 showed the lowest. 
Intra-observer repeatability
The intra-observer repeatability (CoV) for MSE ( Table 2 ) was less than 0.4 for all instruments with the IOLMaster showing least variation between readings by the same observer. In contrast, the intra-observer repeatability of J 0 /J 45 (Table 2) showed much greater variability, particularly for the TMS-5 and Javal
Schiøtz. The Pentacam and IOLMaster performed the best for J 0 /J 45 . 
Mean vs. difference plots
Bland-Altman comparison plots (Figures 1 and 2 (Table 3) . (Table 3) .
DISCUSSION
Precise corneal astigmatism assessment is essential when choosing the power of an IOL to be implanted in cataract surgery. When using toric IOLs, a higher degree of accuracy is required to ensure that not only the power but also the orientation of the lens is positioned accurately to provide the optimum correction. The purpose of this study was to determine the repeatability and validity of 6 different instruments designed to measure corneal curvature in presurgical assessment.
In conventional cataract surgery, with non-toric IOLs, only the accuracy of MSE is the important outcome when assessing corneal curvature. It was unsurprising that all of the devices in the study demonstrated high MSE inter-and intrarepeatability.
However, discrepancies were found between the MSE results when comparing the instruments. This variation may be due to differences in the optical and mathematical methods used to calculate corneal power. It was found that the manual keratometer provided a steeper MSE than the other instruments; the instruments that calculated Sim-K from placido disc topography provided the flattest measurements; and the instruments that determined corneal curvature through automated keratometry or Scheimpflug imaging provided results flatter than manual keratometry but steeper than placido disc topography.
Previous studies evaluating the results of the Javal Schiøtz with the IOL Master found that both provided similar results for MSE. 11 However, in the current study the manual keratometer was found to measure steeper than all other devices. The discrepancy found in the current study may be due to several factors. The manual keratometers results are formed from an estimation of corneal curvature based on the central 3.2mm zone as opposed to the central 2.3mm zone of the IOL Master. Unlike corneal topography and tomography the manual keratometer assumes that the cornea is spherical in shape and cannot determine an aspheric profile. Furthermore the manual keratometer has an inherent dependency on the examiner to accurately determine the end points.
In the current study the IOLMaster provided a steeper corneal curvature than the placido-disc topographers. These finding are in agreement with previous reports where the discrepancies in measures have been attributed to the small area, which it uses to simulate the K readings. 20, 21 Previous studies examining the validity of the Pentacam reported that it produced systematically flatter corneal curvature readings than other instruments. 9, 20 However, these studies used the net corneal power Unlike Scheimpflug imaging, it is likely that the tear film has a significant influence on the repeatability of topographic keratometers. It can be proposed that the tear film has a larger influence on the assessment of astigmatism than it does on average corneal power due to the influence of localised changes to the tear film. As astigmatism is orientation specific, a localised disturbance to the tear film can influence readings along a specific meridian and hence distort the measurement of astigmatism. When assessing the concordance of devices, an interesting observation is that those instruments based around placido disc cornea topography have produced a wider spread of data and more outliers in Previous work has also shown the IOLMaster astigmatism assessment to be interchangeable with the Javal Schiøtz 11 and the Pentacam with the Medmont. 3 In contrast to this; our study has shown much poorer agreement and repeatability when considering corneal astigmatism assessment with any of the other four devices. The intra-observer, inter-observer and inter-session repeatability are all much lower for the Medmont, OPD scanner, Javal Schiøtz and TMS-5 when assessing astigmatism.
This study had some limitations in design. The subjects who routinely wore soft contact lenses were advised to remove the lenses a minimum of 12 hours before the assessment. On review of the literature it appears that in some cases the corneal shape can be affected by soft contact lens wear for up to 2 weeks and thus a longer time period between cessation of contact lens wear and assessment would be advised to increase the accuracy of the readings. 11 In the present study only 8 subjects were soft contact lens wearers (2 were infrequent wearers), limiting the affect of possible corneal changes on the study results.
Although the study was performed on healthy phakic subjects (18-60), the present results provided an indication of the repeatability validity and concordance of results predicted for an older subject group such those having cataract surgery.
In conclusion, compared to MSE the variability between instruments is much greater when assessing corneal astigmatism. The Pentacam and IOLMaster appear to be the best choice for use with toric cataract surgery assessments however this requires further investigation in the post-operative environment.
Specifically, future work needs to investigate the use of these two instruments in assessing the influence of corneal astigmatism on the ocular refraction in pseudophakic population.
